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ABSTRACT: A method for signal enhancement utilizing stacked magnets was introduced into high-resolution radio frequency 
glow discharge-mass spectrometry (rf-GD-MS) for significantly 
improved analysis of inorganic materials. Compared to the block 
magnet, the stacked magnets method was able to achieve 50−59% 
signal enhancement for typical elements in Y2O3, BSO, and BTN 
samples. The results indicated that signal was enhanced as the 
increase of discharge pressure from 1.3 to 8.0 mPa, the increase of 
rf-power from 10 to 50 W with a frequency of 13.56 MHz, the 
decrease of sample thickness, and the increase of number of 
stacked magnets. The possible mechanism for the signal en-
hancement was further probed using the software “Mechanical 
APDL (ANSYS) 14.0”. It was found that the distinct oscillated magnetic field distribution from the stacked magnets was responsi-
ble for signal enhancement, which could extend the movement trajectories of electrons and increase the collisions between the elec-
trons and neutral particles to increase the ionization efficiency. Two NIST samples were used for the validation of the method, and 
the results suggested that relative errors were within 13% and detection limit for six transverse stacked magnets could reach as low 
as 0.0082 μg g−1. Additionally, the stability of the method was also studied. RSD within 15% of the elements in three nonconduct-
ing samples could be obtained during the sputtering process. Together, the results showed that the signal enhancement method with 
stacked magnets could offer great promises in providing a sensitive, stable, and facile solution for analyzing the nonconducting 
materials. 
INTRODUCTION  
Glow discharge mass spectrometry (GD-MS) is one of the 
most effective methods for direct determination of trace ele-
ments of solid materials due to high mass resolution, high 
sensitivity, low detection limits (down to ng g-1) and the 
ability to measure almost all elements with isotops. While 
GD-MS coupling with rf discharge, samples can be directly 
sputtered and ionized at lower gas pressure than in a dc dis-
charge process.1 Particularly, the rf-GD-MS has offered effi-
cient depth profile analysis of different materials, such as 
glass, ceramics and new composite materials,  thus widening 
its applications.2-13 
Generally, the principles of rf glow discharge is similar to 
direct current glow discharge in many respects. However, as 
an AC potential is applied in an rf-GD process, electrical 
insulating samples can be effectively sputtered. In such a 
process, electrons and cations in the plasma are oscillated 
between the sample surface and the counter electrode.14 In an 
rf-GD process, such negative self-bias formed on the sample 
surface could increase sputtering rate and ionization efficien-
cy.10, 16 For a mass spectrometry, the sputtering rate and ioni-
zation efficiency play important roles in achieving the opti-
mum analytical performance,16 which could also be influ-
enced by other factors such as gas pressure, rf-power, sample 
thickness, lattice binding energy of sample and so on.17, 18 
With radio frequency (rf) discharges, nonconducting ma-
terials can be analyzed directly. However, the generator 
power is usually coupled capacitive to the plasma, so that the 
plasma power decreases with increasing thickness, thus sput-
tering rates, sensitivities and signal intensity decrease at the 
same time.19 In recent years, some efforts have been made to 
improve the ionization efficiency and detection sensitivity in 
GD-MS by utilization of power pulse20 or adding external 
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magnetic field.16 The benefits of the external magnetic field 
classified as magnetron, have been successfully exploited in 
a variety of spectroscopies.16−18,21−23 For instance, Vega et al. 
introduced a permanent block magnet into the rf-GD cham-
ber coupled with an optical emission spectroscopy.17 Similar-
ly, Saprykin et al. used a ring-shaped magnet behind the 
sample to improve the sensitivity of the rf-GD-MS.21 
The added external magnetic field could modify the mo-
tion of the electrons and cations into spiral trajectory under 
the Lorentz forces, leading to an increased ion bombardment 
probability and resulting in higher sputtering rates and signal 
intensities.16,24,25 Such enhancement can be significantly af-
fected by the magnetic field strength and its spatial distribu-
tion. 
In present work, an effective stacked magnetic system 
was designed, constructed, and applied to rf-GD-MS. In 
comparison with a block magnet of the same magnetizing 
orientation, the significant enhancement in the detection 
sensitivity with stacked magnets was quantitatively identi-
fied on standard insulating samples. Meanwhile, the accura-
cy and stability of this method was validated by NIST sam-
ples, typical ceramic, and crystal samples. The distributions 
of magnetic field strength from the block magnet and the 
stacked magnets were analyzed by Ansys magnetic field 
simulation. We found that the existing boundaries within 
stacked magnets result in an alternating distribution of the 
magnetic field with peaks and troughs, which is responsible 
for the enhancement of signal intensity in the rf-GD-MS. 
EXPERIMENTAL 
2.1 Construction of Magnetic System 
For magnetic system, the copper shell (28 mm in diameter 
and 6 mm in height) was manufactured to hold magnets on 
the back while the sample was mounted on the front. High-
power NdFeB magnets were used as the source of the mag-
netic field. Considering the different magnetic field might 
perform different influences on the movement of electrons, 
two orientations including transverse magnet and axial mag-
nets were chosen for investigation and comparison. Then, the 
axial block magnet (20 mm × 18 mm × 5 mm), the trans-
verse block magnet (20 mm × 18 mm × 5 mm) and several 
stacked magnets (20 mm × 3 mm × 5 mm for each piece) 
Figure 1. Diagram of magnetic system filled with (a) the 
axial block magnet, (b) the transverse block magnet, and (c) 
the six transverse stacked magnets. 
 
with transverse orientation were filled into the  magnetic 
system, respectively. The coercivity of 876 kA/m was speci-
fied by the manufacturer. The mounting geometries of block 
and stacked magnets inside the copper shell were shown in 
Figure 1. As such, the magnetic field of the transverse 
stacked magnets and the transverse block magnet were paral-
lel to the sample surface and perpendicular to the electric 
field, while that of the axial block magnet was perpendicular 
to the sample surface and parallel to the electric field. 
 
2.2 Materials and Sample Preparation.  
To demonstrate the enhanced performance of rf-GD-MS, 
three nonconducting samples were used in the present work.  
Figure 2. Picture of the samples: (a) Y2O3 ceramic sample, (b) 
BSO crystal sample, and (c) BTN ceramic sample.  
 
Y2O3 sample doped with Al, Zr, Eu, Zn (Figure 2a), BSO 
(Bi12SiO20) sample doped with Al, Fe, Cu (Figure 2b) and 
BTN (Ba5.52La0.32Ti2Nb8O30) sample doped with Bi 
(Figure 2c) were provided by Shanghai Institute of Ceramics, 
Chinese Academy of Sciences. They were all manufactured 
into flat sample with various thicknesses (1 mm, 1.5 mm, 2 
mm, and 2.5 mm). Two NIST standard reference materials 
1831 and 620 (Department of Commerce, National Institu-
tion of Standards and Technology, Gaithersburg, MD) were 
also used to verify the method. Their certified values of con-
stituents were listed in Table 1. During the preparation pro-
cess, all the samples were cleaned with dilute nitric acid so-
lution, deionized water, and finally cleaned with anhydrous 
ethanol. The prepared samples were kept in anhydrous etha-
nol before measurements. 
 
2.3 rf-GD-MS Experiments.  
The rf-GD-MS used in this work was the AutoConcept 
GD90 (Mass Spectrometry Instruments Ltd., U.K.). The ion-
generating device consists of a rf power source, a sample 
holder inserted in a discharge chamber filled with low pres-
sure argon (Scheme 1). The sample holder was modified 
including a spring loaded cylindrical magnetic device, which 
has a flat seat to accommodate a flat sample. The rf power 
was directly applied onto the copper shell through an electri-
cal probe. High-purity argon gas (>99.9999%) was injected 
into the source chamber with controlled flow rates. The high 
vacuum was maintained by turbo pumps. 
 
Scheme 1. Diagram of discharge chamber of a rf-GD-MS. 
 
 
 
The rf-GD-MS experiments were carried out by applying 
rf power from 10 W up to 50 W. The discharge pressure was 
in the range of 1.3−8.0 mPa. The cell was precooled with 
liquidnitrogen to reduce the contaminations from C, N, and 
O elements. The low-intensity ion beams (below 10−13 A) 
were measured by an ion counter with a channeltron while 
the highintensity ion beams (above 10−13 A) were measured 
 3 
by a Faraday cup. For most of the measurements, the work-
ing resolution was fixed at 3800. 
 
2.4 Magnetic Field Simulation by Ansys Method 
In order to compare the effects of the stacked magnets vs two 
block magnets, the magnetic field strength and its distribu-
tion was simulated using the software “Mechanical APDL 
(ANSYS) 14.0”. A transverse block magnet (20 mm × 18 
mm × 5 mm) and a stack of six stacked transverse magnets 
(20 mm × 3 mm × 5 mm for each) were chosen as the analy-
sis objects. The coercivety of 876 kA/m and magnetic per-
meability of 1.05, typical for NdFeB magnets, were selected 
for this calculation. 
 
 
Table 1. Certified concentration of constituents in NIST SRM 1831 and NIST SRM 620. 
Constituent Certified concentration in NIST SRM 1831 
(%) 
Certified concentration in NIST SRM 620 
(%) 
Na2O 13.32 14.39 
MgO 3.51 3.69 
Al2O3 1.21 1.80 
SO3 0.25 0.28 
CaO 8.20 7.11 
RESULTS AND DISCUSSIONS 
3.1 Optimization of Parameters for Signal Enhancement of 
the Stacked Magnets 
Several literatures have reported that the influence of mag-
netic field on the GD discharge plasma strongly related to 
the discharge conditions.17,18,22 Here, we demonstrate the 
effects of the magnetic field strength under different experi-
ment conditions, namely, the discharge pressure and the rf-
power. 
The discharge pressure dependent magnetic enhancement 
results were shown in Figure 3. This study was performed 
with four different pairs of magnet pieces (n = 0, 2, 4, 6, and 
n = 0 meant no magnet piece applied). During the rf-GD-MS 
experiments, the pressure was varied from 1.3 to 8.0 mPa, 
while the rf power was fixed at 30 W. As shown in Figure 3, 
the signal intensities were gradually enhanced as the increas-
ing of the pressure. This can be explained that by increasing 
the discharge pressure, the probability of creating argon ions 
and of their scattering with solid sample was increased. 
Moreover, with added stacked magnets, such an increase 
became more pronounced. This observation suggested that 
there was synergetic enhancement effects in the MS signal 
intensity. By 
increasing the discharge pressure, the plasma density would 
increase, while the increase of the magnetic field strength 
could increase the sputter efficiency, since more ions could 
be produced.8,22 When the discharge pressure was above 6.7 
mPa, poor vacuum, some interferences, or redeposition 
might be caused.24 
The rf-power dependence of the magnetic enhancement 
was studied using Y2O3, BSO, and BTN samples with rf-
power in the range from 10 to 50 W under the discharge 
pressure of 5.3 mPa. Figure 4 indicated that the signal inten-
sities were increased when the rf power was in the range of 
10−50 W. The increase of rf power could increase both the 
ion densities and their kinetic energy since the negative self-
biased potential is increased.8,26 This would further result in 
improved sputtering and ionization efficiency. With the addi-
tion of magnetic field, the ion trajectory was bent and the 
plasma density would be further increased. However, in the 
case of rf power around 50 W, the crystal sample was ob-
served to crack, which might be attributed to the poor heat 
conduction for nonconducting samples. Therefore, the dis-
charge pressure and rf-power were optimized and fixed at 
5.3 mPa and 30 W for the following studies. 
  
3.2 Influences of the Stacked Magnets and the Block Magnet 
Methods on Signal Intensities 
 
Figure 3. rf-GD-MS intensity of (a) matrix element Y in 
Y2O3, (b) matrix element Bi in BSO, and (c) matrix element 
Ba in BTN as a function of discharge pressure with constant 
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rf-power of 30 W and different pairs of magnet pieces (n = 0, 
2, 4, 6) (signal intensity versus discharge pressure). 
 
 
Figure 4. rf-GD-MS intensity of (a) Y in Y2O3, (b) Bi in 
BSO, and (c) Ba in BTN as a function of rf-power at the 
pressure of 5.3 mPa and different pairs of magnet pieces (n = 
0, 2, 4, 6) (signal intensity versus rf-power). 
 
To investigate and compare the influences of the stacked 
magnets and two block magnets (axial and transverse, as 
described in the Experimental Section), three insulators 
Y2O3, BSO, and BTN were used to test the rf-GD-MS sig-
nals. The MS measurements were carried out at 5.3 mPa 
discharge pressure and 30 W rf power. The signals of Y in 
the Y2O3 sample, Bi in the BSO sample, and Ba in the BTN 
sample were recorded using either block or stacked magnets. 
Figure 5 showed that for Y, Bi, and Ba, the MS intensity 
obtained by the axial block magnet was about 1.1−4.6 times 
of that obtained in the absence of magnet applied, and the 
MS intensity obtained by the transverse magnet was about 
14−135 times of that obtained in the absence of magnet ap-
plied. The result could suggest that the signal enhancement 
by axial magnet was not as notable as that using the trans-  
 
 
Figure 5. rf-GD-MS intensity of Y in Y2O3, Bi in BSO, and 
Ba in BTN with six stacked magnets, two block magnets, 
and without magnet applied. 
 
verse magnet. Meanwhile, six transverse stacked magnets 
(20 mm × 3 mm × 5 mm for each piece) and a transverse 
block magnet (20 mm × 18 mm × 5 mm) were used for fur-
ther comparison. Although, the block and the stacked mag-
nets offer the same magnetic field strength of 0.153 T, to our 
surprise, the results demonstrated that for Y, Bi, and Ba, the 
MS intensity was enhanced almost by a factor of 1.5−1.6 
from the stacked magnetic pieces comparedto the transverse 
block magnet. 
 
 
Figure 6. rf-GD-MS intensity of Y in Y2O3, Bi in BSO, and Ba 
in BTN as a function of sample thickness at a constant discharge 
pressure of 5.3 mPa and rf-power of 30 W. 
 
The magnetic field enhancement in the sputtering and 
ionization process was directly related to the strength of the 
field.27 In order to demonstrate the effects of the field 
strength, the signal intensity was measured as a function of 
sample thickness and number of the stacked magnets in con-
stant discharge pressure and rf-power (5.3 mPa, 30 W). The 
measured signal intensity was shown in Figures 6 and 7. It 
was clear that the signal intensity was reducing as the thick-
ness of the sample increased and increasing as the number of 
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the stacked magnets increased. Signal intensity was meas-
ured approximately to be inverse proportional to the r2 and 
linear with n, where r was the distance from the magnet and 
n was the number of the stacked magnets. Similar observa-
tions were reported by M. J. Heintz et al. for a rf-GD-AES 
measurement22 using a ring shaped magnet and D. Alberts et 
al. for an rf-GDOES measurement18 using a cylindrical mag-
net. Therefore, the signal decrease with sample thickness 
could be ascribed to the decrease of the surface effective 
magnetic field strength and the decrease of the capacitance 
of the sample as the sample thickness increased. Since the 
influence of the axial block magnet was extremely faint, only 
the transverse block magnet and transverse stacked magnets 
were used for the next experiments and mechanism studies. 
 
Figure 7. rf-GD-MS intensity of Y in Y2O3, Bi in BSO, and 
Ba in BTN as a function of the number of the magnet pieces 
at a constant discharge pressure of 5.3 mPa and rf-power of 
30 W. 
 
3.3 Accuracy and Stability of the Stacked Magnets Enhanced 
Method 
Although it was clear that by adding stacked magnets could 
improve the signal intensity significantly, the accuracy of the 
method must be validated. The reference material, 
NIST1831, was used for measuring relative sensitivity factor 
(RSF) and detection limit of the magnetically enhanced (six 
stacked magnets) rf-GD-MS under 30 W rf power and 5.3 
mPa gas flow pressure. The RSF was calculated with the 
certified concentrations (mass fractions) divided by the cor-
responding measured concentrations. The measured RSF 
values for selected elements, including Al, Ca, Mg, Na, and 
S are listed in Table 2. 
The detection limits for six stacked magnets and a block 
magnet were compared first. The detection limits presented 
in Table 2 were calculated using the IUPAC definition:28          
                detection limit = 3σB/m 
In this equation, σB represents the blank noise and m symbol-
izes the calibration curve slope. It was clear that the lowest 
detection limit obtained from the stacked magnets can reach 
0.0082 μg g−1 while that from the block magnet was 0.020 
μg g−1, which was qualified to the analysis for trace elements 
and could improve the current limits of detection by the 
stacked magnets enhanced method. 
Subsequently, the NIST 620 sample was used to measure 
the element concentration calibrated with RSF obtained from 
NIST 1831 in Table 2. The relative detection error was cal-
culated by comparing the certified concentrations and the 
RSF calibrated concentrations. The results were shown in 
Table 3. The measured relative errors from the selected ele-
ments were in the range of 0.20−12%, which could validate 
the accuracy of the stacked magnets enhanced method. 
 
Table 2. The measured concentration, RSF and detection limit of the elements in the sample NIST 1831.   (relative to Si) 
aCertified concentration of each element was directly calculated from the certified concentration of related oxides (Al2O3, CaO, 
MgO, Na2O and SO3) in the standard reference material NIST 1831 
 
Table 3. Comparison of rf-GD-MS results of NIST 620 calibrated by RSF and the certified concentration. (relative to Si) 
Elements 
aCertified concentration 
(%) 
Measured concentration C 
(%) 
Calibrated concentration by RSF 
(%) 
Relative error 
 (%) 
Al 2.83 14.31 2.57 -9.2 
Ca 15.08 10.95 15.11 0.20 
Mg 6.60 3.62 7.06 7.0 
Na 31.69 34.03 34.03 7.4 
S 0.33 0.61 0.37 12 
Elements aCertified concentration C0(%) Measured concentration C (%) RSF(C0/C) 
Detection Limit 
(ppm) 
Al 1.88 10.58 0.18 0.93 
Ca 17.16 12.42 1.38 1.1 
Mg 6.21 3.18 1.95 0.0091 
Na 28.92 28.89 1.00 1.6 
S 0.30 0.49 0.61 0.0082 
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aCertified concentration of each element was directly calculated 
from the certified concentration of related oxides(Al2O3, CaO, MgO, 
Na2O and SO3) in the standard reference material NIST 620 
3.4 Stability of the Stacked Magnets Enhanced Method Us-
ing Typical Insulating Materials 
To validate the stability of rf-GD-MS with stacked magnets, 
signal intensity of typical elements in Y2O3, BSO, and BTN 
samples were recorded against sputtering time. Experiments 
were carried out at 5.3 mPa gas flow pressure and 30 W rf-
power with six stacked NdFeB magnets. The concentrations 
of Al, Zr, Eu, and Zn in Y2O3 were determined as 4.7 × 10
3 
μg g−1, 99 μg g−1, 6.0 μg g−1,and 0.83 μg g−1. The concentra-
tions of Si, Al, Fe, and Cu in BSO were determined as 7.3 × 
104 μg g−1, 1.7 × 102 μg g−1, 9.4 μg g−1, and 4.1 μg g−1, re-
spectively. The concentrations of Nb, Ti, La, and Bi in BTN 
were determined as 3.7 × 105 μg g−1, 5.2 × 104 μg g−1, 9.1 × 
104 μg g−1, and 2.3 μg g−1. The results indicated that the rela-
tive standard deviation (RSD) of typical elements of Y2O3, 
BSO, and BTN were within 13%, 15%, and 13%, respective-
ly. Figure 8 further suggested that the discharge, sputtering, 
and ionization of each sample could be remained stable 
throughout the whole analysis process.  
 
3.5 Studies on the Signal Intensity Enhancement Mechanism 
of rf-GD-MS by Using Stacked Magnets Method  
So far, our experimental results demonstrated that adding 
stacked magnets could increase the signal intensity by almost 
a factor of 1.5−1.6 in comparison with a block magnet. In 
order to establish the possible enhancement mechanism and 
explain the difference between stacked magnets and block 
magnet, the distribution of magnetic flux density were simu-
lated and calculated using the software “Mechanical APDL 
(ANSYS) 14.0”. The simulation results were shown in Fig-
ure 9, and they indicated that the stacked magnets had a dis-
tinct oscillating distribution of magnetic field which was 
different from the block magnet. What is more important is 
that the peaks of the oscillating magnetic field were in the 
range of 1.04 T to 1.17 T, while no obvious oscillating field 
distribution was found for the block magnet. The oscillating 
behavior was further determined by the boundaries between 
the stacked magnets. As shown in Figure 9b, the segments of 
the individual magnet could be clearly identified. On the 
other hand, for a block magnet, the field was concentrated on 
the edge of the magnet without clear oscillating field distri-
bution. 
The oscillating magnetic distribution with high peak in-
tensity would be responsible for the high signal intensity in 
rf-GD-MS. At the relatively low magnetic fields employed in 
glow discharge spectroscopy, only electron trajectories were 
significantly affected as ions are much heavier and their 
paths more difficult to alter.29−31The comparisons of the 
electron trajectories based on different configuration of the 
magnets were illustrated in Figure 10. There were two possi-
ble effects in boosting the signal intensity. First, the in-
creased oscillating magnetic field could obviously extend the 
movement trajectories of the charged particles, especially for 
the electrons, as shown in Figure 10b,c. Second, the in-
creased movement of electrons would improve the collisions 
between the ions and neutral particles, which could help 
achieve more efficient sputtering and ionization efficiency. 
 
 
 
 
Figure 8. Stability of the discharge, represented by the signal 
intensity of the typical elements, as measured during sputter-
ing of (a) Y2O3, (b) BSO, and (c) BTN using the stacked 
magnets. 
 
Thus, the oscillating magnetic field could extend the 
movement path of electrons and increase the collision be-
tween the electrons and neutral particles to increase the ioni-
zation efficiency. However, such effects were much weaker 
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for a block magnet, as shown in Figure 10a. Therefore, as the 
sputtering and ionization of the sample were significantly 
enhanced by the stacked magnets method, the detected MS 
signals from the sample would also be increased accordingly. 
 
 
Figure 9. Ansys simulated the magnetic field distribution in 
cross section of (a) the transverse block magnet, (b) the six 
transverse stacked magnets and magnetic flux density of the (c) 
the transverse block magnet and (d) the six transverse stacked 
magnets (X-axis represented the points selected from the left to 
right side of the magnets along the 18mm direction) 
CONCLUSION 
In our present work, significant signal intensity enhancement 
was observed using the stacked magnets in rf-GD-MS for 
nonconducting samples. The enhancement of signal intensity 
was investigated as a function of discharge pressure, rf pow-
er, sample thickness, and number of the stacked magnets. 
The six stacked magnets could increase the signal intensity 
almost by a factor of 1.5−1.6 compared to the transverse 
block magnet. 
 The accuracy and detection limit of the stacked magnets 
method were validated using NIST samples 1831 and 620. 
The relative errors were calculated within 13% and the low-
est detection limit could reach 0.0082 μg g−1, which indicat-
ed that the detection limit was significantly improved by the 
stacked magnets method. Moreover, the stability of this 
method was studied using ceramic and crystal samples. The 
relative standard deviation of the typical elements was within 
15%, which indicated that the discharge, sputtering, and ion-
ization could remain stable throughout the whole analysis 
process by using the stacked magnets method. 
The possible mechanism for signal enhancement was fur-
ther elucidated by Ansys magnetic field simulation. The re-
sults suggested that the stacked magnets offered a distinct 
oscillating magnetic distribution with high peak intensity. 
This would extend the movement path of electrons and en-
hance the collisions between the electrons and neutral parti-
cles to further increase the efficiency of ionization. Thus, the 
overall signal intensity would be increased accordingly. Fur-
ther studies in this area are being carried out in our laborato-
ry. 
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(11) Jäger, R.; Becker, J. S.; Dietze, H.-J.; Broekaert, J. A. C. 
Fresenius,  J. Anal. Chem. 1997, 358, 214−217. 
(12) Shick, C. R., Jr.; DePalma, P. A., Jr.; Marcus, R. K. 
Anal. Chem. 1996, 68, 2113−2121. 
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